Abstract. Blue intratissue refractive index shaping (blue-IRIS) is a method with potential to correct ocular refraction noninvasively in humans. To date, blue-IRIS has only ever been applied to cat corneas and hydrogels. To test the comparability of refractive index change achievable in cat and human tissues, we used blue-IRIS to write identical phase gratings in ex vivo feline and human corneas. Femtosecond pulses (400 nm) were focused ∼300 μm below the epithelial surface of excised cat and human corneas and scanned to write phase gratings with lines ∼1 μm wide, spaced 5 μm apart, using a scan speed of 5 mm∕s. Additional cat corneas were used to test writing at 3 and 7 mm∕s in order to document speed dependence of the refractive index change magnitude. The first-order diffraction efficiency was immediately measured and used to calculate the refractive index change attained. Our data show that blue-IRIS induces comparable refractive index changes in feline and human corneas, an essential requirement for further developing its use as a clinical vision correction technique.
Introduction
Laser refractive surgeries, including laser in situ keratomileusis (LASIK) and photorefractive keratectomy (PRK), correct visual refractive errors by the ablation of corneal tissue, usually in the corneal stroma. Photoablation of the stromal bed is typically accomplished via a single-photon absorption mechanism at 193 nm. [1] [2] [3] This process modifies the cornea's refractive and biomechanical properties and induces additional optical power in the cornea by changing the shape of its anterior surface. However, complications, such as dry eye, 4 stromal haze, 5 diffuse lamellar keratitis, 6 or inflammation 7 can occur from stromal photoablation, epithelial debridement, and/or the creation of the epithelial flap.
We have shown that the power of a refractive optical element, such as the cornea, can also be modified by inducing refractive index (RI) changes within the element, while the surface shape remains unaltered. In 2010, building on previous work with infrared pulses, [8] [9] [10] we first reported writing diffractive phase patterns in ex vivo feline corneas using 400-nm femtosecond (fs)-pulsed laser light. 11 In 2014, we demonstrated the ability to write phase structures in cat corneas in vivo and verified that the intended wavefront aberration changes were achieved in a living eye using RI modifications. 12 Importantly, the attained wavefront aberration changes remained stable for up to 12 months. 12 Blue intratissue refractive index shaping (blue-IRIS) works by tightly focusing 400 nm, fs laser pulses into the corneal stroma; it takes advantage of the intrinsic two-photon absorption of the cornea to alter its RI in the focal volume of the laser.
Importantly, blue-IRIS works below the ablation threshold of corneal tissue. 8, 12 As a result, unlike PRK or LASIK, it does not appear to damage the epithelium, endothelium, or even the stroma outside the focal zone. A preliminary study of blue-IRIS with terminal deoxynucleotidyl transferase-mediated dUTPdigoxigenin nick end labeling staining has shown that apoptosis is largely restricted to the stromal laser focal region, 13 suggesting that blue-IRIS may produce a smaller or no wound healing response compared to LASIK or PRK.
Many feline corneal properties, such as thickness of the stroma and epithelium, cellular and structural organization, and molecular composition, are approximate that of humans, making it a suitable model for refractive vision correction studies despite not being identical to human corneal tissue. [14] [15] [16] However, before we can begin testing blue-IRIS as a method for correcting refractive error in humans, we must first verify that it can alter the RI of human corneal stroma. In this proofof-concept study, blue-IRIS was used to write identical phase gratings in excised, living feline, and human corneal tissues using a scanning speed of 5 mm∕s. This allowed us to determine if the blue-IRIS process could be successfully performed in human corneal tissue, and to compare the amount of phase change achieved in feline and human corneas directly. The present study is a critical step toward establishing the potential of blue-IRIS as a new method of laser refractive vision correction.
Methods

Sample Preparation
Eighteen-enucleated feline eye globes (Liberty Research, Inc., Waverly, New York) were placed in Optisol-GS (Bausch & *Address all correspondence to: Krystel R. Huxlin, E-mail: huxlin@cvs. rochester.edu Lomb, Inc., Rochester, New York) immediately postmortem and shipped overnight on ice to keep the corneas alive until the experiment was performed. Optisol-GS is a commercially available storage medium widely used to keep human corneal tissue destined for transplantation alive for up to 14 days. 17 Once received on site for the experiment, feline corneas were surgically removed from each globe by cutting around the limbal edge, creating a 1-cm-diameter corneal button. All animal procedures were conducted in accordance with the guidelines from the University of Rochester Committee on Animal Research, the ARVO statement for the Use of Animals in Ophthalmic and Vision Research, and the National Institutes of Health Guide for the Care and Use of Laboratory Animals.
Four excised human corneas were received postmortem from the Lions Eye Bank at Rochester (Rochester, New York), a satellite of Lions Eye Bank Albany (Albany, New York). Just like cat corneas, human corneas were preserved in Optisol-GS and delivered on ice after being deemed unsuitable for transplantation. The postmortem time varied from 2 to 6 days before delivery. Upon arrival, all human corneal samples were visibly yellowed and cloudy. The three human donors were ages 46, 59, and 69, and the causes of death were melanoma, metastatic brain cancer, and pancreatic cancer, respectively. The donor with melanoma also had reduced stromal and endothelial cell counts due to guttate.
Both human and feline corneas were handled, prepared, and treated identically. Excised central, full-thickness corneal buttons of ∼1 cm diameter were placed endothelial side down on a glass slide, such that the laser pulses were focused into the stroma from the anterior surface, as they would be when blue-IRIS would be performed in vivo. A small amount of Optisol-GS was added to the slide to prevent dehydration, which would decrease transparency and may affect the RI change. A #1 glass coverslip was placed over the corneal tissue to keep it flat and prevent solution evaporation. Mylar spacers were used to ensure minimal tilt on the coverslip surface and even applanation across the entire cornea.
Blue-IRIS Procedure
The present experiments were performed with a system that included a mode-locked femtosecond Ti:Sapphire oscillator (Vitesse; Coherent Corporation, Santa Clara, California), which emitted 800 nm, 100 fs pulses at 80 MHz. The average output power at 800 nm was ∼950 mW. Second harmonic generation was used to frequency double the 800-nm beam, producing up to 250 mW of 400-nm light. An adjustable, metallic neutral density filter was used to attenuate the average power in the focal region to 61 AE 1 mW, which corresponded to pulse energies of ∼0.8 nJ. As shown in Fig. 1 , the 400-nm pulses were tightly focused through a high numerical aperture (NA ¼ 1.0), water immersion objective (20×, W PlanApochromat; Carl Zeiss, Jena, Germany) into the midstromal region of the cornea, ∼300 μm below the surface of the epithelium (normal feline and human corneal thicknesses are similar, averaging between 500 and 600 μm).
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Samples were mounted on glass slides as described above and placed on a three-axis motion stage consisting of two piezo stages (M-663, Physik Instrumente, Auburn, Massachusetts) for fine motion control, and three linear servo stages (VP-25XA, Newport, Mountain View, California) for large-scale motion to position the sample under the objective. Phase gratings were inscribed by raster scanning the sample underneath the focusing microscope objective to create lines of phase change. Grating lines were written along the y-axis; thus, the scan speed describes the velocity of the y-axis piezo stage. All phase gratings covered a 3 mm × 8 mm area and had a center-to-center line spacing of 5 μm. Scan speed was set to 5 mm∕s for human tissue while feline corneas were inscribed with phase gratings written at 3, 5, and 7 mm∕s to study the effect of scan speed on RI change.
Refractive Index Measurement
Immediately after the blue-IRIS procedure, the samples were transferred to a custom-built diffractometer with a He-Ne laser source (Fig. 2) . A power meter measured the intensity distribution of the diffraction patterns obtained by sending the beam through the sample's grating.
Diffraction patterns (Fig. 3) were measured in three separate places in each blue-IRIS phase grating, as well as in untreated Optisol-GS Fig. 1 Schematic of the blue-IRIS experimental setup. Pulses of 800 nm, 100 fs from a Ti:Sapphire laser were frequency doubled to produce 400 nm, 100 fs pulses using second harmonic generation. These pulses were then tightly focused through a 20×, NA ¼ 1.0 water immersion objective into the stromal region of an excised corneal sample mounted on a glass slide, bathed in a storage medium (Optisol-GS, Bausch & Lomb), and applanated with a #1 coverslip. The whole assembly was placed on a three-dimensional scanning platform. The piezostages were used to inscribe the IRIS phase grating pattern by raster scanning the sample under the microscope objective. The scan speed (3, 5, 7 mm∕s for feline tissue and 5 mm∕s for human tissue) describes the speed of the y-axis piezo stage.
To swing-arm control and power meter tissues, to account for small variations across and between samples. Due to the size of the phase gratings (3 mm × 8 mm) and the size of the He-Ne beam used to measure the diffraction efficiency (∼1 to 1.5 mm) only three nonoverlapping measurements could be taken within a sample while avoiding edge effects from the borders of the phase grating. From measurements inside the gratings, the first-order diffraction efficiency was obtained and was then used to calculate the RI change, as previously described.
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It should be noted that this method was developed using hydrogel polymers and did not originally account for the normal, intrinsic background scatter of corneal tissue. The quality of the lines was also visually assessed by examining the samples with a differential interference contrast (DIC) microscope; the lines of RI change were clearly visible relative to the background of the cornea, but they did appear wavy (Fig. 4) . Based on the previously published results, this waviness is from the inaccuracies in the scanning stages rather than from intrinsic irregularities of the material or tissue. 19 The blue-IRIS procedure is used to inscribe a phase grating whose transmittance function can be written as E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 1 ; 3 2 6 ; 7 5 2
where a is the grating line width (1 μm), d is the grating period, and θ 1 and θ 2 are the phase delays of the grating lines and the ambient region, respectively. In terms of the index of refraction, the phase delays may be written as: θ 2 ¼ 2πbðn þ ΔnÞ∕λ and θ 1 ¼ 2πbn∕λ, where b is the grating line thickness (3 μm), n is the average index of refraction of cornea, Δn is the RI of the grating lines, and λ is the wavelength of light incident on the gratings (632.8 nm). These parameter values are based on our previous work in hydrogels and were obtained from DIC images of a cross section of a grating line. 18 To calculate the RI change from the first-order diffraction efficiency, a physical optics model was used. Blue-IRIS is a multiphoton process, and RI change will only occur in the focal region. Across that area, the intensity profile of the laser beam should be nearly uniform, thus a uniform ("top hat" shape) index change in the grating lines is assumed. From there, using Eq. (1) and the convolution theorem, the spectrum of the grating is found. Then, the intensity distribution of the diffraction pattern is given by E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 2 ; 3 2 6 ; 5 0 8
Iðx; yÞ ¼ 1 λz
From Eq. (3), the zeroth-and first-order diffraction intensities are given by E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 3 ; 3 2 6 ; 4 0 9
E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 4 ; 3 2 6 ; 3 5 2
The first-order diffraction efficiency is given by I 1 ∕I 0 . From this, the RI change in the grating lines may be calculated.
Statistical Analyses
Values provided are mean AE SD and 95% confidence intervals (CI) with two-tailed t-tests, ANOVAs or Pearson's correlations used to assess significance as p < 0.05. 20 
Results
The average RI change obtained in human corneal tissue in this experiment was 0.0117 AE 0.0036 (CI 95 ¼ AE0.005), compared with 0.0125 AE 0.0024 (CI 95 ¼ AE0.0019) achieved in feline corneal tissue at the same scan speed of 5 mm∕s. Two-tailed, unpaired Student's t-tests revealed no significant differences between the RI change attained in cat versus human corneas (t 10 ¼ 0.1, p ¼ 0.922).
Because the postmortem time prior to delivery varied rather significantly between 2 and 6 days for human corneal tissue, and because dissected corneal tissue is known to degrade over time, we also investigated whether postmortem time impacted the Fig. 3 Diffraction patterns used to calculate RI change in cornea. The power meter used in the custom diffractometer (Fig. 2) scans across a hemisphere ranging from −20 deg to þ20 deg, collecting the power at 0.125 deg intervals. As well as the diffraction pattern from the blue-IRIS phase gratings, the scans also collect the intrinsic corneal scatter. This background scatter can clearly be seen in the figure as the wide central peak. The first-order diffraction efficiency is used to calculate RI change. A higher diffraction efficiency indicates a higher magnitude of RI change. magnitude of RI change attainable with blue-IRIS, and whether this is different between cats and humans. Linear regression analysis performed on the data revealed no significant correlation between RI change and the range of postmortem times used in the present study for either species [ Fig. 5 (a), feline cornea:
Finally, we also assessed the relationship between RI change and scan speed. This was done in cat tissue only, as it was more readily obtainable than human tissue. The RI changes attained for scan speeds of 3 and 7 mm∕s were 0.016 AE 0.006 and 0.009 AE 0.002, respectively [ Fig. 5(b) ]. When combined with our cat 5 mm∕s data, this appears to support our previous findings 13, 21 of a significant inverse relationship between RI change and scan speed (t 14 ¼ −3.018, r ¼ −0.628, p ¼ 0.0092, lower CI 95 for ρ ¼ −0.856, upper CI 95 for ρ ¼ −0.193).
As mentioned earlier, this method for measuring RI change was developed in inert hydrogel materials and did not account for the intrinsic background scatter from the cornea (Fig. 3) . Using the custom diffractometer, scatter was measured in both unaltered and blue-IRIS-treated corneas. Scatter was measured in areas adjacent to the blue-IRIS phase gratings, and no difference was seen between the intrinsic scatter in treated and untreated eyes.
Comparison with Previous Results
We first reported writing blue-IRIS structures in ex vivo feline corneal tissue 11 with an RI change of 0.037 AE 0.0005 at a scan speed of 5 mm∕s. In the present study, the RI change achieved at the same scan speed was only 0.0125 AE 0.0024. We posit that the main reason for this difference is that in the present study, we used lower power in the focal volume (61 mW compared with 80 mW) and wrote deeper in the stroma (∼300 μm below the surface compared with 150 μm). Blue-IRIS relies on the intrinsic two-photon absorption of the tissue, a nonlinear process we now know to be affected by both laser power and focal spot degradation, due to uncorrected spherical aberration. 18, 21, 22 The greater writing depth and uncorrected spherical aberration in our objective likely contributed to focal spot degradation and to a lower RI change.
Discussion
The present proof-of-concept study showed-for the first time-that RI change was achievable in human corneal tissue using blue-IRIS. However, because we used relatively slow scan speeds and low laser power (consistent with our previously published reports), 8, 10, 13 the magnitudes of RI changes achieved in the present study were relatively low and unlikely to be usable as such for the purpose of clinical refractive correction. In order to create clinically relevant refractive structures, multiple blue-IRIS layers, written at high density (rather than in the form of widely spaced grating lines as done here), either continuously or using phase wrapping techniques to create Fresnel lenses will need to be employed. For Fresnel-based refractive devices, at least one wave of phase change in the visible spectrum (535 nm) is necessary. Using the formula for phase change presented in Sec. 2.3, an RI change of 0.0284 can be used to achieve one wave of phase change per layer. Alternatively, if three layers are written, the RI change per layer needs to only be 0.0095, the change achieved in this study, in order to induce one wave of phase change.
Both our present and prior work show that the amount of RI change is dependent on scan speed. 13, 21 Recent improvements to our blue-IRIS system now allow scan speeds upward of 800 mm∕s and powers of ∼300 mW to be used to perform blue-IRIS. 23, 24 As such, we have been able to attain phase changes greater than one wave (at 535 nm) in tissue substitutes (hydrogels) and as well as in ex vivo and in vivo corneal tissues. 23 Moreover, we have used blue-IRIS to write arbitrary refractive structures, 21 including Fresnel lenses, 24 and in 2014, we wrote −1.5D cylinder lenses in four eyes of living cats, which remained stable for up to 12 months. 12 In these four inscribed eyes, no statistically significant changes to corneal curvature or thickness were observed 1 month postoperatively, suggesting that blue-IRIS did not induce major structural changes to the cornea. 12 
Conclusion
Blue-IRIS creates comparable RI changes in both human and feline corneal tissues at low power and low scanning speeds. The fact that a measurable phase change can be reliably achieved in human corneal tissue at comparable speeds and laser power as in the cat cornea provides confidence that blue-IRIS systems can be successfully scaled up (higher power, faster scan speeds, and suitable writing patterns) to create the arbitrary refractive structures needed for refractive correction in humans. This present proof-of-concept study was thus a crucial step in the development of blue-IRIS for refractive vision correction.
